Abstract: LISA (Linea Italiana per la Spettroscopia di Assorbimento di raggi X) is the new Italian Collaborating Research Group (CRG) beamline at the European Synchrotron Radiation Facility (ESRF) dedicated to X-ray absorption spectroscopy (XAS). The beamline covers a wide energy range, 4 < E < 90 keV, which offers the possibility for probe the K and L edges of elements that are heavier than Ca. A liquid He/N 2 cryostat and a compact furnace are available for measurements in a wide temperature range (10-1000 K), allowing for in situ chemical treatments and measurements under a controlled atmosphere. The sub-millimetric beam size, the high photon flux provided, and the X-ray fluorescence detectors available (HP-Ge, SDD) allow for the study of liquid and highly diluted samples. Trace elements in geological or environmental samples can be analyzed, even for very small sample areas, gaining information on oxidation states and host phases.
Introduction
LISA (Linea Italiana per la Spettroscopia di Assorbimento di raggi X) [1, 2] , the new Italian beamline at the European Synchrotron Radiation Facility (ESRF), is the result of the refurbishment of the former GILDA (General purpose Italian beam Line for Diffraction and Absorption) [3] , and it has been open to users since April 2018. The beamline has been designed and optimized for X-ray absorption spectroscopy (XAS).
All the optics were completely renewed, and are fully compatible with the single bending magnet source of the future EBS ring. The X-ray optics consist of two mirrors and one monochromator. The first cylindrical mirror (positioned before the monochromator) collimates the beam in the vertical plane. The double crystal monochromator (DCM) allows the access of a wide energy range (4-90 keV), which offers the possibility to probe the K-and L-edges of most of the elements heavier than calcium (Ca). The DCM contains two crystal pairs: Si(311) for experiments needing high energy resolution, and Si(111) for experiments needing high photon flux. The second mirror (toroidal, placed after the DCM) focalizes the beam about 17 m downstream on a roughly circular spot of diameter ≤200 µm. Both mirrors are made of a single crystal Si substrate with two optical regions: one exposing the silicon, and the other coated with Pt. The mirrors operate at a working angle of 2 mrads, with resulting energy cut-off of about 15 and 40 keV for the Si and Pt stripes, respectively. In order to reach energies above 40 keV the mirrors are moved out of the beam. In addition, a pair of Pt-coated flat mirrors working at 8 mrads (cutoff ≈ 12 keV), located after the second mirror, can be used for harmonics rejection at low energies (4-6 keV). The small spot size and the beam stability during energy scans [2] (beam movement <10% of the beam size over an angular range of 30 • for both crystals pairs) allow for the study of samples of reduced dimensions, like small crystals and fibers, or to obtain elemental mappings of the sample with a spatial resolution of down to~100 × 65 µm 2 .
The new optics design provides a photon flux of 10 11 ph/s on the sample with the Si(111) crystal pair; this, together with the fluorescence detectors available, a 13-elements ORTEC IGLET-ARRAY-UPGRADE-S and a 12-elements ORTEC C-TRAIN-1200-S High Purity-Ge (HP-Ge), plus a 4-channel Silicon Drift Detector (SDD) ARDESIA [4] , allows for the analysis of trace elements in geological or environmental samples, and the study of highly diluted and liquid samples. The detection limit depends on the type of sample (powder, thin film, liquid. . . ) and on the matrix absorption. The estimated value is 10 ppm in atoms, and 1/10 of a monolayer for films.
After the optimization of the beamline optical configuration, the resulting energy resolution, evaluated from the rocking curves Full Width at Half Maximum (FWHM) of the two crystal sets measured in a wide energy range (5-40 keV), is ∆E/E = 10 −4 -10 −5 [2] , depending on the crystal pair, which is in excellent agreement with theoretical calculations [5] .
These features open the possibility of addressing many environmental issues, such as investigating trace elements cycles in the environment, the chemical activities of environmental pollutants, elements speciation, and the characterization of natural/anthropogenic complex matrixes that are not suitable for standard chemical and structural analyses, despite being of crucial importance in environmental sciences.
In this paper, we report on some recent research performed at LISA, pointing out the new beamline possibilities and the work done at the beamline over the last few years in the environmental sciences.
LISA Experimental Hutches
LISA has two experimental hutches, the principal one (EH2), approximately centered on the focal position of the second mirror, while the other (EH1) is a few meters upstream.
The principal experimental hutch EH2 ( Figure 1 ) is dedicated to experiments needing a focused beam, mainly Extended X-ray Absorption Fine Structure (EXAFS) in fluorescence mode, Grazing Incidence X-ray Absorption Spectroscopy (GIXAS), reflectivity EXAFS (REFLEXAFS), or experiments with diluted or small samples. The experimental apparatuses (vacuum chambers, ion chambers, detectors) are installed on the new EH2 bench, and can be shifted along the beam path, via sliding plates, in order to accommodate additional instrumentation, and to adapt to the user's needs.
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The new optics design provides a photon flux of 10 11 ph/s on the sample with the Si(111) crystal pair; this, together with the fluorescence detectors available, a 13-elements ORTEC IGLET-ARRAY-UPGRADE-S and a 12-elements ORTEC C-TRAIN-1200-S High Purity-Ge (HP-Ge), plus a 4-channel Silicon Drift Detector (SDD) ARDESIA [4] , allows for the analysis of trace elements in geological or environmental samples, and the study of highly diluted and liquid samples. The detection limit depends on the type of sample (powder, thin film, liquid…) and on the matrix absorption. The estimated value is 10 ppm in atoms, and 1/10 of a monolayer for films.
After the optimization of the beamline optical configuration, the resulting energy resolution, evaluated from the rocking curves Full Width at Half Maximum (FWHM) of the two crystal sets measured in a wide energy range (5-40 keV), is ΔE/E = 10 −4 -10 −5 [2] , depending on the crystal pair, which is in excellent agreement with theoretical calculations [5] .
The principal experimental hutch EH2 ( Figure 1 ) is dedicated to experiments needing a focused beam, mainly Extended X-ray Absorption Fine Structure (EXAFS) in fluorescence mode, Grazing Incidence X-ray Absorption Spectroscopy (GIXAS), reflectivity EXAFS (REFLEXAFS), or experiments with diluted or small samples. The experimental apparatuses (vacuum chambers, ion chambers, detectors) are installed on the new EH2 bench, and can be shifted along the beam path, via sliding plates, in order to accommodate additional instrumentation, and to adapt to the user's needs. Figure 1 shows a typical setup: the main vacuum chamber is equipped with a liquid He/N 2 cold finger cryostat (10-300 K) and it is preceded and followed by the ion chambers I0 and I1, respectively. Samples are aligned with motorized vertical and horizontal translations, plus motorized rotations along the vertical axis. Downstream of I1, a small vacuum chamber and a further ion chamber I2 are used to collect reference compound spectra. The fluorescence detectors are mounted on the machine wall side of the bench, and can be approached or moved away from the sample with a motorized translation. EH1 is equipped with a vacuum chamber and two ionization chambers. This hutch is dedicated to measurements in transmission mode with an mm-sized beam (typically 2 × 2 mm 2 ), as it is far from the focal point of the second mirror. Furthermore, the beamline is equipped with a compact furnace for measurements at high temperature (up to 1000 K), under a controlled atmosphere, and is thus suitable for in-situ chemical treatments.
Energy scans are performed in step mode. Users can adjust the energy mesh for each region of the XAS spectrum. The dead time is 1.5 s per point in transmission mode, and slightly higher in fluorescence mode, due to the detector readout. We would like to stress the fact that the main goal of the beamline is to obtain high-quality low-noise measurements with very good energy stability.
XAS Spectra of a Single Riebeckite Fiber
As an example of the performances of the new LISA beamline, in Figure 2 , we report the Fe K-edge XAS spectra of a single 500 µm sized fiber of synthetic riebeckite (Na 2 Fe 2+ 3 Fe 3+ 2 (Si 8 O 22 )(OH) 2 ). The fibrous forms of riebeckite are known as crocidolite, and are one of the six types of asbestos. They represent a serious issue for health, due to their carcinogen effects, which are thought to be involved in malignant mesothelioma and lung cancer. However, the mechanism by which asbestos and other mineral fibers cause cancer is still poorly understood. The iron contained in the fiber is suspected to play a prominent role in the process.
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As an example of the performances of the new LISA beamline, in Figure 2 , we report the Fe K-edge XAS spectra of a single 500 μm sized fiber of synthetic riebeckite (Na2Fe 2+ 3Fe 3+ 2(Si8O22)(OH)2). The fibrous forms of riebeckite are known as crocidolite, and are one of the six types of asbestos. They represent a serious issue for health, due to their carcinogen effects, which are thought to be involved in malignant mesothelioma and lung cancer. However, the mechanism by which asbestos and other mineral fibers cause cancer is still poorly understood. The iron contained in the fiber is suspected to play a prominent role in the process. The spectra have been collected in fluorescence mode using the ORTEC 12-elements HP-Ge detector mounted behind the measurement chamber (Figure 1) , and the Si(311) crystal pair. The beam was focalized in a 200 µm spot and the fiber, rotated 45 • with respect to the incoming X-ray beam, was oriented with the long axis, i.e., the c-axis, parallel to the radiation polarization plane, allowing a single fiber embedded in kapton to be probed. A time period of 90 min were necessary to acquire a complete spectrum, with 10 s counting time per point.
A good signal-to-noise ratio was obtained up to 10 Å −1 in k, allowing for the resolution of several coordination shells around the Fe atom. The EXAFS data analysis is in progress to better clarify the structural environment of iron.
In Figure 3 , we compare the pre-edge of the single fiber with that of a powdered sample of riebeckite. In the fit, we used Gaussian curves for each component, left free to vary the energy position in a range of ±0.75 eV from the initial value. Their FWHM was constrained to be constant at~1.5 eV (the core-hole of Fe). The incoming energy resolution was~0.3 eV [6, 7] .
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Chemical Activities of Environmental Pollutants in Aerosols Stored in Snow and Ice-Cores from Western China and the Arctic Atmosphere
A long-term project on the investigation of snow and ice samples retrieved from glaciers located around the Tibetan plateau and Antarctica is currently being carried out at LISA, to shed light on the role played by iron in climatic and environmental systems, in particular regarding their relationship with atmospheric dust and the aerosol cycle.
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Snow and ice deposited on the glaciers represent an invaluable archive of climatic and environmental information, in particular, with respect to the atmosphere. The Tibetan region and its glaciers are surrounded by the most populated and industrialized areas. On the other hand, Antarctica, due to its remoteness with respect to human activities, can be considered as a global background, which is extremely useful for assessing the trends and mechanisms that are modifying the global biogeochemical cycles of many elements.
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Recent Research in Environmental Science
LISA and the former GILDA have allowed for a broad range of Earth and environmental issues to be addressed recently. Besides the long-term project on the study of snow and ice samples from the Tibetan plateau and Antarctica regions discussed above, a similar study of iron speciation in Arctic snow and soil samples from the Spitzbergen region (Svalbard) is under investigation. A great deal of effort is being devoted to the study of contaminants in the environment, especially regarding the particulate air pollution, along with the distribution of heavy metals or toxic elements in water, soil, plants, and to the speciation and reaction pathways of metals and other environmentally relevant elements in minerals and rocks.
Among the published works based on measurements performed at the beamline in the last few years, we point out the investigation of Tl contamination of the drinkable water from the public distribution system of Valdicastello Carducci-Pietrasanta (northern Tuscany, Italy) [9] ; the study of As contamination of floodplain soils and groundwater from shallow aquifers [10, 11] ; the study of Fe chemical environment in asbestos and erionite mineral fibers [12] ; the investigation of selenium (Se) and lead (Pb) accumulation, distribution, and speciation in edible plants [13, 14] ; the Fe speciation in urban particulate matter and industrial quartz dusts [15, 16] ; the investigation of amorphous zinc (Zn) biomineralization ("white mud"), occurring at Naracauli stream, Sardinia [17] ; the Sb speciation in brake linings, brake pad wear residues, road dust, and atmospheric particulate matter [18] ; the interaction of As-rich natural pyrite with aqueous selenite [Se (IV)] [19] , and As speciation in travertines [20] .
Conclusions
The new Italian CRG beamline LISA has completed its construction, and it has been open to users since April 2018. The high photon flux (10 11 ph/s on the sample with Si(111) crystal pair), the reduced beam size (less than 200 µm beam spot), and the possibility to work in fluorescence mode, provide a valuable tool for earth and environmental scientists. Highly diluted samples and trace elements in host matrices can now be analyzed with unprecedented accuracy and precision compared to the previous GILDA beamline.
For more information and the latest news about the beamline, please visit the LISA webpage: http://www.esrf.eu/UsersAndScience/Experiments/CRG/BM08. 
